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ABSTRACT 

We have developed a correlation radiometer at 33 GHz devoted to the search for the residual polarization of the 
Cosmic Microwave Background (CMB). The two instrument's outputs are a linear combination of two Stokes 
parameters (Q and U, or U and V). The instrument is therefore directly sensitive to the polarized component of 
the radiation (respectively linear and circular). The radiometer has a beam- width of 7 or 14 deg, but it can be 
coupled to a telescope increasing the resolution. The expected CMB polarization is at most a part per milion. 
The polarimeter has been designed to be sensitive to this faint signal, and it has been optimized to improve 
its long term stability, observing from the ground. In this contribution the performances of the instrument are 
presented, together with the preliminary tests and observations. 
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1. INTRODUCTION 

The search for Cosmic Microwave Background (CMB) polarization is one of the most promising to provide us 
with important information about the primordial Universe. The current picture of the Universe, as emerged 
from the CMB anisotropy measurements, can be supported, enlarged, and clarified by the information coming 
from the study of the CMB polarization. A residual linear polarization of the CMB is expected from the presence 
of anisotropy. Its origin comes from the anisotropic scattering of the CMB photons with the cosmic plasma 
moving at the recombination epoch. ^ The recent measurements of the CMB anisotropy power spectrum^^^ 
improves the current knowledge of the cosmic parameters, but it is unable to remove the degeneracy between 
them. Therefore a measurements of the polarization power spectrum can help to distinguish among scalar, 
vector and tensor modes of density fluctuation. 

The level of anisotropy measured sets the value of the expected linear polarization to less than few ^.K 
at degree angular scale. The polarization signal is even fainter and decreasing at larger scales.^ One of the 
most important answer we can do through the polarization measurements is related to a possible reionization 
occurred in the primordial Universe, conditioning the post-recombination epoch. This information is better 
obtained studying angular scales larger than 1 deg. If so the polarization signal at these large scales is much 
larger and comparable with the one expected at 1 deg.^ Finally deviations from a uniform and isotropic 
expansion of the Universe produce a circular polarization on the CMB. A circular polarization also appears in 
case of rotational modes associated to primordial magnetic fields.^ The present upper limits, both linear and 
circular, are summarized in Table 1 and Table 2. 

The importance of the detection of the CMB polarization and the very faint level of the signal make CMB 
polarimetry one of the most exciting challenge for the next years in experimental cosmology. 

Further author information: (Send correspondence to Massimo Gervasi) 
M. Gervasi: E-mail: massimo.gervasi@mib.infn.it, Telephone: -1-39 02 6448 2829; Address: Universita di Milano-Bicocca 
- Physics Department 'G. Occhialini', Piazza della Scienza 3, 20126, Milan, Italy. 



Table 1. Measured CMB polarization upper limits: linear polarization. 



Wavelength (cm) 


Angular Scale (deg) 


Sky Region 


Upper Limit {^iK) 


Reference 


3.4 


3.8 X 10-2 


S ~ -50 


15 


Rcf.^ 


6.0 


(5 - 44) X 10"3 


6 = +80 


93 - 23 


Rcf.8 


3.2 


15 


6 = +40 


1610 


Ref.9 


1 - 0.75 


2.9, 2.1, 1.6, 1.2, 0.9 


(5= -63 


37, 54, 28, 41, 79 


Ref.io 


0.91 


7- 15 


-37 < 5 < +63 


150 


Ref.ii 


0.91 


7- 14 


SCP 


267 - 226 


Ref.i2 


1.2 - 0.8 


1.2 


NCP 


25 


Rcf.i3 


0.33 


0.85 


6 = +89 


14 


Rcf.i4 


0.05 - 0.3 


0.5 - 40 


-10 < (5 < -45 


300 


Ref.i^ 


1.2 - 0.8 


9 - 90 


5 = +43 


14 


Ref.16 



Table 2. Measured CMB polarization upper limits: circular polarization. 



Wavelength (cm) 


Angular Scale (deg) 


Sky Region 


Upper Limit (pK) 


Reference 


6.0 


(5 - 44) X 10^3 


6 = +80 


112 - 29 


Ref.s 


0.91 


15 


.5 = +37 


1.2 X 10^ 


Ref.i^ 



2. THE RATIONALE OF THE INSTRUMENT 

We have developed a dual output polarimeter, operating at the frequency of 33 GHz. The characteristics of the 
instrument are summarized in Table 3, while the block diagram is shown in Fig. 1. The instrument has been 
completely described elsewhere. ^® 



Table 3. Main properties of the Milano polarimeter. 



Frequency 


33 GHz 


Bandwidth 


1.5 GHz 


Angular Scale 


7 - 14 deg 


Receiver 


Heterodyne / Correlation 


Polarization modes 


Linear / Circular 


Output 


Dual / Stokes parameters 



The radiation is fed by a corrugated conical horn into an ortho-mode transduser (OMT). Here the two po- 
larization components are separated and conditioned in two distinct chains. The two signals are then amplified, 
filtered, down-converted, phase-modulated and finally correlated by a Phase Discriminator (PD). The outputs 
of the PD are then detected synchronously with the phase modulation. 

The signals coming from the two chains are: 

A = kiEoie"^'r{t) (1) 
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Horn 



Cold Box 





Figure 1. A schematic of the Milano polarimeter. The main blocks are shown: the cryogenic front-end, the modula- 
tion/demodulation loop, the RF-to-IF down-conversion, the Phase Discriminator. 



(2) 



Here E^i are the two polarization electric fields, fcj accounts for the gain of the chains, 7 = (/> + is the 
phase difference at the PD inputs, r{t) describes the square wave phase modulation on channel A. 7 is the 
composition of the phase difference introduced by the instrument (0) with the intrinsic phase (^) of the radiation 
components. The four outputs of the PD are: 



Ui = hi[\Af + \Bf + 2AB r{t) cos(7)] 



(3) 



U2 = h2[\Af + \Bf - 2AB r{t) cos(7)] 



= /i3[|^|' + |-B|2 + 2AB r{t) sm{j)] 



(4) 
(5) 



U4 = h4[\A\^ + - 2AB r{t) sm{j)] 

The parameters hi accounts for the different gains in the PD ports. Generally we have hi 
condition hi = hj is not trivial to obtain. After a differential amplification we have: 



(6) 



hj but the 



Si = {hi - /i2)[|A|2 + + {hi + h2)2AB r{t) 003(7) 



(7) 



^2 = (/is - /i4)[|Ap + l-Bfl + {ha + hi)2AB r{t) sin(7) 



(8) 



The common mode terms can be definitely rejected after the synchronous detection. Here in fact the 
signals arc demodulated: multiplied to a square wave f{t) = ±1 synchronous with rif) and integrated in a time 
interval much longer than the modulation period. The resulting signals are: 
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Oi =< [{hi - /i2)[|^P + X fit) > + <{hi+ h2)2AB cos(7) r{t) x f{t) > 



01 = r{hi + h2)2AB cos(7) 

02 =< [{h3 - + \B\^]] X fit) > + <{h3 + hi)2AB sin(7) r{t) x f{t) > 

O2 = T{h3 + hi)2AB sin(7) 

In this case the output signal is proportional to a linear combination of two of the Stokes parameters, while 
r '~< r{t) X f{t) >. Using the Iris polarizer we can study the linear polarization: 

Oi,i = r(/ii + h2)2AB cos(7) oc Qcos((/)) - C/sin(0) (9) 

02,1 = r(/i3 + hi)2AB sin(7) oc Q sm{4>) + U cos{^) (10) 
Alternatively, without using the Iris polarizer, the system is sensitive to the circular polarization: 

01, c = r(/ii + h2)2AB cos(7) (xQcos{(l)) - V sm{(j)) (11) 

02, c = r(/i3 + h4)2AB sin(7) oc Q sm{(j)) + V cos(^) (12) 

2.1. Front-end and cryogenics 

The front-end section is shown in Fig. 2. The radiation from the horn comes throTigh a circular fiberglass 
waveguide (FWG) to the cryogenic components. The inner surface of the fiberglass waveguide is silver + gold 
plated few iim thick in order to get a high electrical conductivity, while having a good thermal insulation. The 
FGW is connected to the horn by a polyethylene window. The Iris Polarizer is used to phase shift one component 
of the electrical field against the other one. A phase shift of 90° is required to switch from linear to circular 
components in the polarization. Now the radiation components are separated by means of an Orthomode 
Transducer (OMT). From this point we have two distinct chains of amplification. 

The cryogenic low noise amplifiers are High Electron Mobility transistors (HEMT) provided by NRAO (noise 
temperature Tjv — 10 K, Gain G ~ 40 dB, both measured at the temperature of 15 K). We used also two 
pairs of isolators at the OMT outputs and at the HEMT outputs. The calibration mark produced by a noise 
source (NS) is introduced into the amplification chains at the cryogenic section by two directional couplers 
(DC). The front-end section, apart from the horn, is cooled down to 20 by a mechanical cryocooler, reducing 
the insertion loss of the cold components. 

2.2. RF and IF segments 

The RF section is extended at room temperature. The connection is done by means of Stainless Steel WR- 
28 waveguides. These waveguides are silver + gold plated in order to reduce the insertion loss. The first 
component at room temperature are the phase modulators (PM). These pin-diode devices change the phase of 
the radiation switching between two states corresponding to zero and tt phase difference. Only one of them is 
actually switching, the other modulator is inserted with the purpose of equalize the attenuation of the chains. 
Then we have a RF amplifier and a band-pass filter selecting the RF band: 31.5 GHz < v < 34.5 GHz. 

The down-conversion is driven by a common local oscillator (LO) with a low phase noise at a frequency 

vlo = 30 GHz . The IF frequency is therefore i/jp = 3 GHz. The IF section is made by a couple of amplifiers 
and a band-pass filter selecting the final band: 32.25 GHz <v< 33.75 GHz. We insert a variable phase shifter 
in one of the two chains in order to change the phase difference helping the optimization of the detector and 
for calibration purpose. Finally we derive a small fraction of the amplified signal (1%) and detect it as a power 
monitor of the two chains. The RF and IF sections are shown in Fig. 3. 
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Figure 2. Front-end section of the polarimeter: Horn, Polyethylene Window, Fiber-glass Waveguide (FGW), Iris Polar- 
izer, Ortho-mode transducer (OMT), cryogenic isolators (Is), directional couplers (DC) injecting the signal coming from 
the noise source (NS), and low noise HEMT amplifiers. The cryogenic conponents are operated at T ~ 20 K. 




Figure 3. RF segment of the polarimeter: signal is phase modulated (PM), amplified, RF filtered and down-converted 
using a common local oscillator (LO). IF segment of the polarimeter: signal is amplified and filtered again. A phase 
shifter (PhS) is added in order to change the phase difference. A fraction of the signal is extracted by two directional 
couplers (DC) and used as Power Monitor. 
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Phase Discriminator 




Figure 4. The phase discriminator: scheme of operation. The four hybrids are shown. The IF signal is detected by four 
crystal diodes. The amplification of the four signals is equalized by using a resistive partition. 




Figure 5. Post-detection segment of the polarimeter. The signal is filtered at the modulation frequency and amplified 
before the synchronous detection and the integration. 



2.3. Correlation and synchronous detection 

The Piiase discriminator (PD) is the core of the polarimeter. The working scheme is shown in Fig. 4. This 
device is made by four hybrid couplers at 90 and 180 deg. They couple the two inputs, as described in Fig. 4. 
The four outputs arc now converted by four crystal detectors integrated into the phase discriminator. At 
the PD output two differential amplifiers extract the correlated signal, erasing the common mode. The gain 
of the detection diodes are equalized through a resistive partition, before entering the differential amplifier. 
The described procedure is necessary to reduce the level of systematics (see section 4). The two signals are 
now filtered and amplified at the frequency of modulation. Finally they are synchronously detected and then 
integrated. The post-detection segment is shown in Fig. 5. 



3. THE CALIBRATION PROCEDURE 
3.1. The internal calibration mark 

We use a calibration mark, as shown in Fig. 6, generated by a WR-28 Noise Source (NS) with an excess noise 
ratio ENR ~ 12 dB. The signal is divided by a waveguide power splitter (PS) and then injected into the 
amplification chains through a 20 dB directional coupler (DC). Before entering the DC the signal is attenuated 
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20 K 




Figure 6. The internal calibration source. The signal from the noise source (NS) is divided by a power splitter (PS). In 
each chain we have an isolator (Is), a 30 dB attenuator (Att), and a directional coupler (DC) used to inject the signal 
into the amplification chains. 



(—30 dB) and guided into a stainless steel gold plated waveguides (WG). The two outputs of the diplexer are 
isolated using two ferrite circulators (Is). In this way we have a calibration correlated signal: 

Teal = TnS exp[-{Tps + TAtt + Tis + TwG + Tdc)] (13) 

Teal ~ 20 niK 

Unfortunately we also have a correlated signal when the NS is off. This is a possible source simulating 
a polarized sky signal. This spurious signal is at most the dummy load represented by the NS termination 
(Tq^^ ~ 300 K), supposing to have a negligible return loss: 

Tspur = exp[-{TPS + TAtt + Tis + TWG + TDc)] (14) 

Tspur 1 'ITiK 

This is a correlated off-set signal which can be easily taken into account. What can be actually much more 
dangerous is the fluctuation of this level. These fluctuations can be set only by a thermal origin, in fact, when 
the NS is off, the source of spurious signal is a completely passive device. It is therefore extremely important 
to keep binder control the temperature of the source of correlated signal. For this purpose we thermalize the 
NS and its case together with the diplexer at a temperature fluctuating not more than ±0.1 K. In this way we 
have a fluctuation on the correlated signal: ATgpur < ^l-iK. 

The sky signal can be evaluated from this mark by taking into account the attenuation of the front-end of the 
radiometer (horn, fiberglass waveguide, window, Iris polarizer, ortho-mode transducer, and cryogenic isolators): 
Tfe = Thorn + Twin + TpGW + TQMT + Tjris + Tcis- The phase difference added by the NS path length (7'), 
respect to the phase of the signal entering the horn (7), has to be also taken into account. Finally we get the 
following conversion factors (/3) for the two outputs: 

pi{K/ADU) = e^-^ (15) 

Ol,cal C0S(7) 
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02{K/ADU) = 



Teal sin(Y) 
'^2,cai sin(7) 



(16) 



The phase difference of the NS correlated signal can be easily measured using the phase shifter placed in 
the amplification chain. We use this internal calibrator injecting it periodically in order to check for gain and 
phase long term fluctuations in the system. The NS is not able to measure the phase 7. This will be done using 
an external calibration source. 

3.2. The external calibration source 

The external source is a grid polarizer placed in front of the horn, at a distance far enough (~ 50A) to stay in 
the far-field region of the antenna. This grid has been realized with thin gold coated copper wires 0.3 mm in 
diameter. The step of the wires is s = 0.6 mm, therefore we get a transmission coefficient of the perpendicular 
component of the radiation similar to the reflectivity of the parallel component. Both these coefficients are 
~ 99%. The dimensions of the grid are 50 mm x 50 mm. 

The correlated signal produced by the grid is large, but its surface cover a small fraction (a ~ 19%) of the 
antenna beam. The signal is the sum of the antenna temperature (Tsky + TAtm) transmitted by the grid and 
the noise temperature (T^**) reflected back to the radiometer. In our case T^^ ~ 20 JsT is the temperature of the 
two cryogenic isolators placed at the output of the OMT. If the two isolators are at the same temperature, the 
correlated signal generated by the calibrator is^^: 



Here is the angle between the grid's wires and the principal planes of the OMT. If we rotate the grid we 
get the full characterization of this calibration signal. We have already tested this calibration system during the 
observations carried out from Dome Concordia on the Antarctic plateau during the local summer 1998-99.^^'^^ 

3.3. The power monitors 

In addition to the described calibrators we can also measure the total power from the two amplification chains. 
These signals can be derived just before the Phase Discriminator by using two 20 dB directional couplers (see 
Fig. 3). This information is useful to take under control the gain fluctuation of the RF and IF segments of the 
system. 

Besides we can use these signals for calibration purpose and to evaluate the system noise temperature. 

The total power outputs can be calibrated using absorbers at two different temperature (liquid nitrogen and 
room temperature). In this way we get the sensitivity (K/ADU) and the noise temperature of the total power 
channels. 



An unavoidable requirement for an experiment devoted to the measurement of the CMB polarization is the 
stability of the performances. This is mandatory to guarantee the noise suppression during long integrations. 
In particular for correlation receivers the minimum detectable signal is related to the gain fluctuation (AG) and 
to the offset {Toff) generated by the instrument: 



Here a is a numeric factor depending of the radiometer type, r is the integration time, and Ai> is the 
bandwidth. The first term represent the white noise related to the system temperature of the radiometer. The 
other terms are degrading the system sensitivity, especially for long time integrations. In fact while the first 
term is decreasing with time the other contributions are expected to increase. Therefore gain stabilization and 
offset reduction are necessary to improve the sensitivity. 



Tgrid = (T[Tsky + TAtm + T}/] X COs(0) Sm{9) 



(17) 



4. ANALYSIS OF SYSTEMATICS AND SENSITIVITY 




(18) 
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The offset signals arise mainly by non ideal performances of the system. In a correlation receiver spurious 
correlated signals are generated also in presence of uncorrected radiation only. These signals can be produced 
only in the common parts, where the signals propagate in the same device. The places where this happens are 
the antenna (horn, iris polarizer, ortho-mode transducer) and the phase discriminator. 

In a direct detection receiver into the second and third terms we have to put T^ya (ATgys) in place of Toff 
(AToff). The difference can be several order of magnitudes: Tgys/Toff ^ 10'* — 10'''. This simple consideration 
suggests why a correlation receiver is intrinsically more stable than a direct detection one. 

4.1. The antenna 

Several spurious terms cane be generated on the antenna. The correlation introduced by the feed horn is 
responsible for an offset term related to the anisotropy of the sky radiation. The signal is also proportional to 
the product of the co-polar and cross-polar radiation pattern of the antenna. A reasonable value of this product 
is ~ 10^^, therefore this term is completely negligible, when the main contributor of the sky signal is the CMB. 

A more serious effect comes from the cross correlation generated by the iris polarizer and by the ortho-mode 
transducer. The offset signal can be written as follows^^: 



(' I '1 1 ta , 
->- sky -T J- Atm + J- N ^ -p:^ J \^^) 



rplris rpOMT 
rpAnt rpHorn , N . N lnr\\ 

e ^hor-n e h"'-" \0l\ 



SPOMT = 2^^^^ (21) 

There are two distinct terms. The first is related to the non ideality of the OMT. In fact it is proportional 
to the cross coupling term 5*^1 (or Sa2)- Here we suppose that the diagonal terms of the scattering matrix are 
5*^1 ^ Sb2 ^ 1, while the cross coupling terms are Sbi ~ Sa2 « 1- The second term is generated by the 
Iris polarizer. Here we suppose Sl ^ Sq- This second term is not present when the polarimeter is operated 
without Iris polarizer. The contributions are also related to the noise temperature of the antenna components 
^rpHorn ^ T//"**, TJy^^), to the external radiation field {Tsky, TAtm), and to the physical temperature of the Iris 
polarizer {Tf^"''). 

In the previous formulae we have defined: t*„^„ = Thorn+Tn,in+TFGw; while °™ = T^^'"'"^ +T^''' +T^^^ . 
For our polarimeter we have^^: T^°™ ~ 20 - 30 K, while T/T" + T^'^'^ < 1 K, and T^ky + T^tm ~ 10 - 15 K. 
The cross correlation term of the OMT is 5^1 ~ Sa2 ~ —40 dB. We also estimate to have the same term 
from the Iris polarizer. Therefore the offset signal produced is: j-^J'^+Omt ^ rnK. These components can 
change the physical temperature by about 1%, and anyway we monitor this variation and are able to correlate 
it with the observed offset signal. 

One more term (Tj}^.) arises from the return loss of the antenna [RAni)- The signal radiated from one of the 
ports of the OMT can be partially reflected and enter into the other port of the OMT. This signal is Tf,ack ^ 
T^f -\- IisThemt- Here lis ~ —20 dB is the isolation of the cryogenic circulators. At the Phase Discriminator 
this signal is correlated with the radiation field propagating forward: T/or ~ ^Unt + Themt + IisTff. At the 
PD output we obtain: 



'^off ~ [Themt + TI^)\/Iis RAnt {SPqmt + SPjris) (23) 
This term can be potentially of the same order of magnitude of T^^^^^^^^ . 
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4.2. Modulation and correlation 

Spurious signals can be also generated by the non ideal performances of the modulation/demodulation system 
and of the phase discriminator. Wc have scon as the combination of these devices erases the offset signal due to 
the lack of cancellation on the common mode terms. The AC detection technique helps also to improve the 
stability of the instrument performances, reducing the 1/f noise. The frequency of the phase modulation is 
Vjn = 781.25 Hz. This frequency has been chosen taking into account the major contributor of electromagnetic 
pollution, i.e. the electrical power supply network. Therefore we avoided to stay too close to the 50 Hz 
harmonics (and the 60 Hz too).^* 

The phase modulator is a pin-diode switch connecting input and output through two different path lengths. 

The two paths are selected reversing the polarization of the device. Both diodes and micro-strip lines present 
an attenuation. If the attenuation through the two ways is not the same an amplitude modulation is introduced 
together with the phase one. Even if the amplitude modulation is not so deep, the effect can be huge when an 
unpolarized source is observed. 

If an amplitude asymmetry (6 << 1) is present, on the A channel, as it is the modulated one, the output 
signals, after the synchronous detection, are: 

Oi = r[(/ii - h2)\AfS + {hi + h2) 2AB (1 + 5/2) cos{^)] (24) 



O2 = r[(/i3 - h4)\Af5 + (/13 + hi) 2AB (1 + 5/2) sin(7)] (25) 

Two terms are now added to the one taking the information of the correlation. One of these terms is only 
a minor [5 << 1) correction of the correlated signal. The other effect is to introduce a term depending on the 
common mode (|Ap). This term can be reduced if the gains at the Phase Discriminator outputs are equalized, 
and the asymmetry in the amplitude modulation (5) minimized. The equalization of the outputs can be done by 
means of the K^sistivc; partitions placed before the diffcrcmtial amplifiers (see Fig. 4). The modulation asymmetry 
5 can be minimized by fine tuning the pine-diodes bias amplitude. 

This spurious term enters into the output signal as an offset, but fluctuations in the system performances 
can mimic a correlation signal. We have analyzed also displacements from the ideal performances of the PD. 
Both amplitude asymmetries and phase couplings at angles different from the 90° and 180° induce only losses 
in the efficiency of the PD, but no spurious signal is generated. 

5. OBSERVATION STRATEGY AND PROGRAMS 

The instrument has been tested at the top of the Physics Department at the University of Milano - Bicocca 
for several months. These measurements have been devoted to debug the instrument from the systematics 
described previously testing the solutions adopted. In order to get high sensitivity the instrument performances 
have to be stable. This condition is required for long time integration. The instrument is operated inside a 
thermally insulating shelter. This solution has been adopted in order to create a stable environment around the 
radiometer. In this way we are able to thermalize the instrumentation and suppress the gain fluctuation. The 
horn is looking at the sky through a hole. We have selected an insiilating tent operating down to a temperature 
of — 70°C. In fact one of observing sites selected for the polarimeter is the Antarctic plateau, during the local 
winter. Therefore this solution is ideal also in places with extreme climatic conditions. Besides the shelter is 
light and easily transportable.^^ 

The polarimeter will start celestial observations from Testa Grigia at the Plateau Rosa^^ on the Italian Alps, 
at 3480 m a.s.l. The instrument will be installed looking directly at the sky. Therefore we will observe with an 
angular resolution of 7° and 14°. Observations will be carried out in transit mode, avoiding any movement of 
the instrumentation and of the beam direction. This can help for reducing the fluctuation of the signal coming 
from the local sources (ground and atmosphere). Then the polarimeter will be placed at the focal plane of the 
MITO telescope. In this way we get an angular resolution of 10 — 20 arcmin?^' 
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In a second time the polarimeter will be operated from the Antarctic Plateau in order to take advantage 
of the long Antarctic night. There observations in quasi static weather conditions are possible, avoiding solar 
radiation disturbances. Natural targets are the South Celestial Pole (SCP) regions. We can cover circles as 
large as few beam size around the pole. Besides, when observing the SCP, in case of linear polarization a typical 
signature is expected: 

01 oc sin(47r^ + (/)o) (26) 

02 oc cos(47r|; + (/)o) (27) 
Here t is the sidereal time, and T a sidereal day, while (j)o is an arbitrary phase angle. 
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